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Toward Online Data Reduction for Portable
Electroencephalography Systems in Epilepsy
Alexander J. Casson∗, Student Member, IEEE, and Esther Rodriguez-Villegas, Senior Member, IEEE
Abstract—Portable EEG units are key tools in epilepsy diagno-
sis. Current systems could be made physically smaller and longer
lasting by the inclusion of online data reduction methods to re-
duce the power required for storage or transmission of the EEG
data. This paper presents a real-time data reduction algorithm
based upon the discontinuous recording of the EEG: noninterest-
ing background sections of EEG are discarded online, with only
potentially diagnostically interesting sections being saved. MAT-
LAB simulations of the algorithm on an EEG dataset containing
982 expert marked events in 4 days of data show that 90% of
events can be correctly recorded while achieving a 50% data re-
duction. The described algorithm is formulated to have a direct,
low power, hardware implementation and similar data reduction
strategies could be employed in a range of body-area-network-type
applications.
Index Terms—EEG, epileptic spike detection, local signal pro-
cessing, online data reduction, wavelet analysis.
I. INTRODUCTION
THE electroencephalogram (EEG), which records themicrovolt-sized signals that result on the scalp from brain
activity, has long been a key tool in epilepsy diagnosis [1]. It
is used in determining whether the disorder is present, the dis-
order type if it is, and the locus within the brain. Traditional
diagnostic EEG monitoring is performed in the inpatient setting
via a 20- to 30-min EEG test [2] with indicative activity found
in approximately 50% of patients [3]. To increase diagnostic
yield, longer duration tests are frequently used, and it is not un-
common for patients who are candidates for epilepsy surgery to
undergo many days of continuous monitoring. However, long-
term testing, or multiple short tests, are expensive and are not
universally available [4].
As a result, portable outpatient-based monitoring known as
ambulatory EEG (AEEG) is a popular alternative. AEEG allows
monitoring in the patient’s home environment and is estimated
to be clinically useful in 75% of patients and to be 50% cheaper
than comparable inpatient monitoring [4]. As such, increased
use of AEEG for long-term outpatient monitoring could be of
significant use in reducing the epilepsy misdiagnosis rate, cur-
rently estimated at 25% [5]. Recent questionnaire results have
also indicated that there is significant desire from the medical
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community to have miniaturized, long-lasting, wearable AEEG
systems in place [6].
For such long-term outpatient AEEG monitoring to be suc-
cessful the AEEG unit must be physically small, discrete, com-
fortable and socially acceptable. Assuming that practical and
acceptable long-lasting electrode technologies are developed
(see [6]) still required is device miniaturization that will place
stringent requirements on the available battery size, and so on
the power consumption. It is estimated that the total AEEG
system power consumption must be less than 140 µW.
Many biomedical sensors suffer from similar long-term
power issues, and it is agreed that the only way of reducing
the device power consumption is the introduction of local sig-
nal processing, or intelligence, that runs on the portable device
itself [7], [8]. The idea is that in any system setup, some auto-
mated processing will be carried out on the collected physio-
logical signal, and that storage or transmission of the signal is
power intensive.1 Thus, if the automated analysis is carried out
on the portable device, only the results of this analysis need to
be transmitted, not the entire collected signal. This can signifi-
cantly reduce the amount of data to be transmitted, and hence,
the required power consumption. This is provided, of course,
that the local signal processing has lower power consumption
than simply transmitting all of the data. A full-power tradeoff
of this idea has been detailed elsewhere [9].
For AEEG systems for use in epilepsy diagnosis, analysis of
the EEG produced is still done by human interpreters, although
software tools (feature detection algorithms) are available to
help identify areas of potential interest. The key local signal
processing required is thus simply data reduction, rather than
data interpretation, and this must operate at very low power
levels and in real time for use in long-term systems.
This paper presents an algorithm designed to carry out this
data reduction. The algorithm is described in Section II, and is
based around a real-time feature detection algorithm to simulta-
neously reduce the amount of data that are presented for human
analysis. The data reduction performance of the algorithm is
presented in Section III and Section IV via MATLAB simula-
tions on real EEG data. The low-power implementation of the
algorithm lies beyond the scope of this paper. Finally, the results
are discussed and analyzed in Section V.
Preliminary versions of the algorithm reported here have been
presented in [10] and [11]. These analyses have not used the
full algorithm considered here, or given full algorithm details,
1For simplicity, all arguments in this paper are formulated in terms of trans-
mitting data off the portable device wirelessly. Local flash memory power con-
sumption is also power intensive and arguments could be reformulated in terms
of this, if desired.
0018-9294/$26.00 © 2009 IEEE
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Fig. 1. Discontinuous recording procedure only saves data for a brief period
(dashed vertical lines) on either side of an automated detection (solid vertical
lines). This is seen to provide significant data reduction.
and have used a smaller test database, without performing any
statistical testing of the results.
II. DATA REDUCTION ALGORITHM
A. Methodology
A standard AEEG unit may record up to 32 channels, with
a sampling rate of 200 Hz and 16-bit resolution. This gives a
data rate of 12.5 KBytes/s to be transmitted off the portable
device. The aim of online data compression is to reduce this
average data rate while consuming as little power as possible.
There are several ways of providing such data compression, and
a comparison of different methods with their advantages and
disadvantages is given in [12].
The compression method investigated here is based around
discontinuous monitoring of the AEEG [12]. Epileptic EEG
traces can be broken down into two phases: ictal (seizure ac-
tivity) and interictal (spikes and spike-and-waves) [2]. Interictal
activity usually contains isolated events along with normal back-
ground signals. By recording only the ictal and interesting in-
terictal activity, significant data reduction can be achieved [13].
This procedure is illustrated in Fig. 1, where three interictal
spikes, along with a window of data around them, are selected
for transmission. Even with some false detections present, a
significant reduction in the amount of data to transmit is seen.
Discontinuous monitoring does introduce some data interpre-
tations issues as the full EEG record is no longer available, and
these are discussed in [12]. Nevertheless, discontinuous record-
ing methods have long been implemented in offline systems for
epilepsy diagnosis [14], and are available through devices, such
as the Reveal Heart Monitor [15], for ECG investigation.
It thus seems natural to extend such systems into the AEEG
realm, and indeed, if long-term recordings—of the scale of
months—are ever to be performed to capture rare epileptic
events, it is unlikely that a human interpreter could score all of
the data. Some form of feature detection algorithm is required,
and implementing this on the AEEG unit itself can simultane-
ously improve battery life and device size.
For the initial algorithm development investigated here, only
the recording of interictal spikes is considered. 2 The extension
of the algorithm and its evaluation on recording seizure epochs
is left to future work.
2This paper treats all interictal events, such as spikes, sharp waves, and spike-
and-waves, under the umbrella term spikes.
B. Topology Motivation
The obvious method to drive a discontinuous data reduction
mechanism for recording interictal spikes is to use an interictal
spike detector. An attempt is made to detect when the features
of interest occur, and then, a window on either side of these is
recorded.
Over the past 40 years, a huge number of interictal spike
detection algorithms have been published in the academic liter-
ature and made available as software tools. A complete review
of these lies beyond the scope of this paper, but a list of 70 such
papers is given in [16], and [17] provides an excellent review
from 2002.
The aim here is not to generate a new algorithm with superior
performance to all of these algorithms. Instead it is to develop,
and report the performance of an algorithm that meets some
very specific needs.
1) It must detect events with medically acceptable accuracy.
2) It must operate in real time.
3) It must be of low computational complexity (so that the
power required for the signal processing does not exceed
the transmission power, and leads to an overall reduction
in the system power consumption).
4) It should map to a hardware implementation.
This last point is important for minimizing the power con-
sumption required to implement the algorithm. While a micro-
processor running a software algorithm generally offers a more
flexible solution, it cannot approach the performance of a full
hardware implementation.
For optimal results, the need for this hardware implementa-
tion must drive the design of the entire algorithm. For example,
only algorithm blocks that correspond directly to circuit ele-
ments, such as filters, rectifiers, and adders, should be consid-
ered for use. This does, however, hugely reduce the range of
signal processing choices available.
The algorithm proposed is based upon the continuous wavelet
transform (CWT), which many studies have shown to be of
significant use for analyzing and detecting epileptic EEG tran-
sients [18]–[20]. In addition, hardware CWT implementations
have been reported with quoted power consumptions ranging
down to 100 nW [21], [22], readily suitable for the low-power
aim of the algorithm. Preliminary estimates of the power con-
sumption for all the blocks required shortly can be found in [23].
C. Operation
Given the limited choice of signal processing constructs avail-
able, the algorithm itself if based upon [19], [24], and [25],
which report CWT-based algorithms that obtain suitable detec-
tion performance. With some modifications, which are detailed
shortly, all of the required blocks can be made to operate in
continuous time, thus ensuring real-time operation, and can be
mapped to either analog or digital domain circuits, giving the
maximum possible flexibility at the hardware implementation
stage.
The final algorithm is shown in Fig. 2, and its operation can
be broken down into several stages.
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Fig. 2. Detailed operation of the AEEG data reduction algorithm proposed. The core algorithm is based around signal normalization (route A) and frequency
extraction by two wavelet filters (routes B and C) with thresholding used to determine whether a detection is made. Not shown: detections in multiple channels
are then combined so that a detection in any one causes all of the channels to record, and a memory buffer is incorporated to allow AEEG from before and after a
detection to be recorded.
Stage 1: Stage 1 of the algorithm has three continuous time
filters acting on the input AEEG data in parallel, thus forming
three processing routes, A–C.
Route A is used for signal normalization to correct for broad-
level amplitude changes in the AEEG signal that may occur in
different parts of the head, between different patients, and due
to amplification or attenuation due to the quality of the electrode
contact. This normalization allows the use of a fixed detection
threshold later in the algorithm regardless of the amplitude of
the input signal.
As the wavelet transform is linear, normalization of the
wavelet coefficients requires an output that is directly propor-
tional to the input signal amplitude. This is provided by an
envelope detector. A full-wave rectifier (abs(AEEG)) followed
by a second-order low-pass filter (Butterworth approximation,
cutoff 0.16 Hz) is used. This produces an output z, which is
multiplied by a user-set threshold β to provide user control over
the algorithm operation.
In comparison, stage 1 for signal routes B and C consists
of performing the CWT at two discrete scales. Mathematically,
the CWT at a single scale is equivalent to a single bandpass
filter [26]; if the mother wavelet to be used is defined by ψ(t),
the required bandpass filter has impulse response
h(t) =
1√
a
ψ
(−t
a
)
. (1)
The operation thus requires two continuous time bandpass
filters that can readily be implemented in the analog or digital
domain. Following [19], [24], and [25], the Mexican hat mother
wavelet, which is illustrated in Fig. 3(a), is used.
In reality, however, in order to be suitable for ultralow power
on-chip implementation following techniques, such as those
in [21] and [22], h(t) cannot be implemented directly. Instead,
Fig. 3. Comparison of the shapes of the Mexican hat mother wavelet and the
implemented approximation. Note that numerical values differ due to a change
in wavelet scale between the two figures. (a) Mexican hat mother wavelet (scale
= 1). (b) Implemented wavelet function corresponding to a bandpass filter with
center frequency 2.1 Hz (scale = 0.1).
Authorized licensed use limited to: Imperial College London. Downloaded on November 24, 2009 at 04:35 from IEEE Xplore.  Restrictions apply. 
CASSON AND RODRIGUEZ-VILLEGAS: TOWARD ONLINE DATA REDUCTION 2819
TABLE I
s-DOMAIN TRANSFER FUNCTIONS OF TWO CWT BANDPASS FILTERS USED
an approximation is required in order to make a finite order,
stable filter. For conciseness, the approximation used here is not
repeated in depth, but can be found in [27].
Essentially, h(t) is delayed by an amount T , and then approxi-
mated by a truncated Maclaurin series. The end result is for each
analysis scale a transfer function describing a two-zero, seven-
pole bandpass filter in the s-domain. Transfer functions for both
the Mexican-hat-based wavelet filters are given in Table I. For
comparison with the shape of the Mexican hat mother wavelet,
the route C filter impulse response is shown in Fig. 3(b).
Two wavelet transform filters are thus used: C5 , which is
at scale 0.025, with a center frequency of 8.4 Hz and transfer
function (2) (in Table I); and C20 , which is at scale 0.1, with a
center frequency of 2.1 Hz and transfer function (3) (in Table I).
The aim of route B, which uses the C5 filter is to identify possible
spikes. Route C, using the C20 filter provides a simple rule to
reject artefacts and incorrect detections.
Note that each wavelet filter uses a different value for the
delay T , and this must be compensated for, as shown in Fig. 2,
to ensure that all coefficients are calculated at the correct time.
Stage 2: In stage 2 of the algorithm, the information from the
C5 wavelet filter is used to determine whether a candidate spike
is present by performing the comparison
|C5 | > |zβ|. (4)
A magnitude comparison is performed to allow the detection
of spikes of different polarities. Note that this is equivalent to
performing the comparison(
C5
z
)2
> β2 (5)
where (C5/z)2 is corresponds to the normalized wavelet power.
For this reason, detection threshold values in the remainder of
this paper are given in terms of β2 .
Stage 3: In stage 3 of the algorithm, the information from the
C20 wavelet filter is used to reject some of the candidate spikes
from stage 2. It thus provides a simple rule to reject artefacts
and incorrect detections by ensuring that the normalized power
in the signal band (C5) is larger than the normalized power in
this artefact band
|C5 | > |C20 |. (6)
If both conditions (4) and (6) are satisfied a detection of a spike
event to be recorded is made. This corresponds to a yes/no flag.
All of the components required in stages 1–3 operate in con-
tinuous time, and so, intrinsically in real time, although there is
a 0.4 s delay between the input data and an output decision due
to the wavelet approximation method used. Route D is present
to delay the AEEG signal itself by a similar amount so that it is
correctly passed on to the data recording unit.
Note that this organization is highly useful for the eventual
hardware implementation of the algorithm. The AEEG that is
recorded (route D) is separate from the AEEG that is analyzed
by the algorithm (routes A–C). Thus, although route D has to op-
erate with sufficient performance to allow a high-quality AEEG
recording (in terms of dynamic range, sampling frequency, and
similar characteristics), the data reduction algorithm itself does
not, thus potentially allowing much simpler hardware imple-
mentations.
Multiple Channel Operation and Recording Process: The
algorithm considered here operates on ten EEG channels in par-
allel and a simple OR gate of the detection output flag from each
single channel algorithm is used so that a detection in any one
channel causes all of the channels to record. The ten channels
for analysis are selected purely as the channels common to all
of the datasets used (see Section III-C) and are: F7, F8, Fp1,
Fp2, O1, O2, T3, T4, T5, and T6.
When a detection is made, it triggers the recording process to
record a set period of the AEEG trace from before and after the
flag (the recording window), which requires using some buffer
memory to store data from before the detection. This process is
applied to all of the channels in the AEEG recording, regard-
less of whether they have been passed through the detection
algorithm.
III. DATA REDUCTION TEST SETUP
A. Analysis Method
For the discontinuous AEEG recording unit, the key perfor-
mance factors of interest are the sensitivity and the percentage
of data transmitted. (See [16] for a full discussion of optimal
performance metrics.) The sensitivity is the fraction of expert
marked events that are correctly recorded
sensitivity = number of correct detections
total number of marked events × 100% (7)
and illustrates how much of the wanted AEEG information is
correctly recorded. A high sensitivity is wanted for good per-
formance.
The percentage of data transmitted provides a measure of
the amount of data reduction achieved, illustrating how much
of the AEEG is selected for recording and how much is
discarded. A low value is wanted for good data reduction
performance.
The algorithm of Fig. 2 is tested by analyzing EEG datasets
as the value β2 is varied over the range 0.1–1 in 0.05 steps. At
each value of β2 , values for the sensitivity S and percentage of
data reduction C are found, thus allowing the performance to
be illustrated.
In this study, two methods for assessing the average level
of performance are used. If M EEG records are analyzed and
the ith record has a duration Ti , with Ni expert marked events
and Di correctly detected events, the sensitivity in any record is
given by Di/Ni . At each β2 threshold used with the algorithm
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the value Di changes. The overall sensitivity for all tests at each
threshold value can then be reported as the
total sensitivity = 1∑M
i=1 Ni
M∑
i=1
Di × 100% (8)
to accurately represent the total number of detections made, or
as the
time/event weighted
sensitivity
=
1∑M
i=1
Ti
Ni
M∑
i=1
Di
Ni
Ti
Ni
× 100% (9)
which provides robust normalization for the amount of data
tested [16]. The percentage of data transmitted is calculated
analogously. As the threshold value is varied, a range of S and
C values are produced, and these can be plotted on a tradeoff
curve.
This analysis is repeated several times using different record-
ing windows, allowing the user to choose the amount of back-
ground information that is saved in response to each detection of
a candidate spike. Events are deemed to be successfully recorded
if a detection occurs no more than 4, 2, 1, or 0.4 s away from
the marked position for the 10, 5, 2.5, and 1 s recording win-
dows, respectively. This ensures that a reasonable amount of
background signal is recorded in response to any detection.
In addition to these curves, the graphs of Section IV also
illustrate the performance of an algorithm that simply selects
arbitrary data sections. For example, if, as a first-pass approxi-
mation, interictal events are assumed to occur at random times,
sending 10% of the raw data will result in a sensitivity of 10%.
This line thus represents the level of chance detections and any
data selection scheme based upon detecting spikes should al-
ways achieve better performance than this.
B. Results Produced
Testing of the algorithm is complicated slightly by the fact
that not all EEG records contain events of interest to record. As
a result, it is not possible to obtain sensitivity values for these
records. In the results of Section IV up to five separate results
are plotted, and these are calculated as follows.
1) Total Sensitivity Average: An average value for each β2
threshold used with the algorithm is calculated. The S value
is generated by analyzing the only tests that contain marked
events and the values are combined using (8). The C value is
calculated using all of the data with the results between tests
being combined using an equivalent of (8).
2) Time/Event Weighted Average: Again, an average value
is calculated for each value of β2 used. In this case, both the
S and C values are calculated using only the data that contain
marked events with results combined between different tests
using (9).
3) Individual Results: If the dataset being analyzed contains
one or more marked events each time the algorithm is run at a
particular threshold β2 , an individual S and C value is found.
This pair of values is then plotted. These results are thus only
shown for the tests that contain marked events.
4) Max–Min Performance Limit: This is the convex hull of
the individual results as defined earlier.
5) Constant β2 Contour: This is a line connecting all of the
individual results that were calculated at the same β2 value. It is
drawn from the highest sensitivity point to the lowest sensitivity
point (so cannot double back in this direction).
In the earlier cases, the drawing of the averages and the max–
min performance limit include the known points that if no data
are sent, the sensitivity is 0%, and similarly that if all of the data
are sent, the sensitivity is 100%.
C. EEG Data Used
The EEG data used in this analysis are summarized in
Table II. A total of 982 interictal events in just over 4 days
of data from 18 patients are analyzed. Note that, in general, the
total data for each patient may be made up of more than one
noncontinuous dataset, with 30 data files being analyzed in to-
tal. A range of sleep and wakefulness data are analyzed. To find
the sensitivity value, interictal events that should be recorded
have been marked by one expert from the National Society for
Epilepsy in the U.K., with the interpretation of the markings
approved by a second person.
All recordings are performed with a referential montage (FCz
reference) and are analyzed in the recorded montage, in line with
the online aim of the algorithm. Most of the recordings have
more than the ten channels used in the algorithm procedure, but
no analysis is performed on these excess channels. The ten chan-
nels used are selected as the subset of channels common to all
of the available EEG records, and are not based on any a priori
assumption. It is possible that a different algorithm performance
will be obtained if this subset of channels is changed. The sam-
pling rate varies between 200 and 256 Hz depending on the type
of recording, and the implemented algorithm is independent of
this.
Overall, this dataset should be sufficient for testing of the
algorithm (see Section III-D), although it is possible to note a
number of limitations that are present, and so should be kept in
mind when interpreting the results.
1) Data Type: An algorithm for use in AEEG systems is be-
ing developed, and so, ideally, all test data should come from
AEEG recordings. However, to form a suitably large test dataset,
it has not been possible to analyze only ambulatory collected
data. Data are available from a range of fMRI/EEG, long-term,
routine, and ambulatory recordings. Different types and frequen-
cies of artefacts may be present in the different types of record-
ing that may affect the performance. Nevertheless, a preliminary
version of the algorithm detailed in [11] analyzed the ambula-
tory and nonambulatory recordings separately, concluding that
the algorithm performance is not overestimated by analyzing all
of the available data together.
2) Number of Events: No restriction is placed on the number
of events needed in a file for it to be suitable for analysis,
although low numbers of events limit the potential resolution of
the sensitivity found in any one test.
3) Medication: Any medication taken by patients has not
been normalized.
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TABLE II
DATA AVAILABLE FOR ANALYSIS (NOTE THAT DATA FOR EACH PATIENT MAY BE MADE UP OF MORE THAN ONE NONCONTINUOUS TEST)
Also, some of the recordings used are d.c. coupled and so
contain noticeable d.c. offsets. In reality, it is anticipated that an
AEEG unit would be a.c. coupled, and so, all of the EEG data are
high-pass filtered using a first-order filter with cutoff frequency
0.16 Hz (as recommended in [28]) before being processed by
the algorithm.
D. Confidence Intervals
In order to avoid overcomplicating the graphs in Section IV,
confidence intervals are not plotted on each result graphic. In-
stead, following the procedure from [29], confidence intervals
for the total sensitivity average results are calculated, and these
are used to indicate that the algorithm has been tested with suf-
ficient data to ensure confident results, given the assumption
that the test database is representative. As in [29], confidence
intervals for the performance (sensitivity) and cost (percentage
of data transmitted) are plotted separately.
1) Sensitivity: Confidence intervals are generated from a bi-
nomial distribution: if there are N events and the reported sen-
sitivity is S a distribution B(N,S/100) is used to estimate the
95% two-tailed confidence intervals.
Given an observed sensitivity S, these intervals show that
range that the true value of S could reasonably occur and still
produce the observed result by chance. The intervals are illus-
trated in Fig. 4(a) for a reported sensitivity of 80% [29]. Note
that the binomial distribution assumes that the detection of any
one event is independent from the detection of any other, but
this seems reasonable when testing a large amount of data from
multiple people.
The graph from Fig. 4(a) can be replicated for different re-
ported sensitivity values, and the largest confidence intervals are
found for a reported sensitivity of 50%. At this sensitivity, for
the 982 events used here, it is possible for the reported sensi-
tivity to be overestimated by up to 3.17%. For most S values,
however, the confidence intervals will be smaller than this. The
confidence intervals required are tabulated in [30].
2) Percentage of Data Transmitted: A binomial distribution
is not suitable for use in this case, as there is no analog of
the value N . Instead, in lack of a better probability distribution
suitable for use, a procedure based on the false detection rate is
used to approximate the confidence intervals.
Confidence intervals for the false detection rate are first found
from a Poisson distribution [29]: false detections are assumed
to be rare, occur at a fixed rate, and could occur at any instant
in time. For this, 95% two-tailed confidence intervals are thus
generated. Assuming that false detections are rare, when record-
ing the EEG around one false detection, it will not overlap with
the EEG recorded from another false detection. There is thus a
fixed ratio between the false detection rate and the amount of
data transmitted, allowing the wanted confidence intervals to be
calculated.
Results for a C value of 20% are shown in Fig. 4(b). With
four days of data and 20% reported C, the confidence intervals
range from approximately 19.4% to 20.4%, showing that the
amount of data transmitted will not be underestimated by more
than 0.4%.
Both of the S and C confidence interval figures show that
sufficient data are being tested in order to have reasonable con-
fidence that the results produced are representative of the algo-
rithm performance, and are unlikely to have occurred by chance.
IV. RESULTS
A. Average Results
The total sensitivity performance of the algorithm is shown
in Fig. 5. This shows a good level of average performance: us-
ing any recording window, it is possible to correctly record over
90% of the expert-marked events while only sending 50% of the
entire EEG record. If only 80% sensitivity is deemed acceptable
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Fig. 4. Estimated 95% two-tailed confidence intervals showing the range that
given the observed result, the true value could reasonably lie within. There is a
95% chance that the true sensitivity is within the interval shown. (a) Sensitivity
intervals for 80% performance. (b) Percentage of data reduction intervals for
20% performance.
data reductions of 70% or more are achievable. For comparison,
Fig. 6 shows the time/event weighted average. Overall sensitiv-
ities comparable to those in Fig. 5 (over 90%) are possible, but
they involve sending more of the raw data, up to 73% for the
10-s window.
As an illustration of the algorithm complexity, the algorithm
(including calculation of the performance metrics) operates ap-
proximately 40 times faster than real time when simulated in
MATLAB on a machine with an Intel Core 2 Duo processor and
3 GB of RAM.
B. Variance Between Tests
Fig. 7 illustrates the variance of the algorithm performance
between different tests using the 5-s recording window. At a
threshold value of β2 = 0.25 (empirically chosen), a range of
performances are present. Some tests achieve 100% sensitivity
with a good amount of data reduction, while others require
nearly all of the data to be transmitted. Still other tests have a
very low sensitivity and require significant amounts of data to
be sent. Some variance in the performance is naturally expected,
although a desired amount has not yet been specified. This is
discussed further in Section V.
Fig. 5. Performance of the algorithm using the total sensitivity averaging
method.
Fig. 6. Performance of the algorithm using the time/event weighted averaging
method.
C. Overtransmission
Fig. 8 complements Fig. 7 to illustrate the amount of unnec-
essary data that are marked for transmission by the algorithm.
This is done by considering the percentage of EEG data that
would be transmitted if only the expert marked events were
transmitted with 100% accuracy, producing a value CI .
The x-axis of the results graph is thus modified to show
C − CI , or the overtransmission difference, which illustrates
the excess data transmitted. From this it is clear that a large
number of false detections are present resulting in excess data
being transmitted. Comparing Fig. 8 with Fig. 7, however, it can
be seen that all of the individual results in the top right-hand
corner, those for which good sensitivities are achieved, but at the
cost of sending lots of data, are moved to the left in Fig. 8. This
indicates that these records have roughly the same number of
false detections as the other records, but more events are present
and this intrinsically requires more data to be sent.
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Fig. 7. Results showing the max–min performance limit and constant β2
contour to show how the algorithm performance varies between tests with a 5-s
recording window.
Fig. 8. Overtransmission difference showing the amount of unnecessary data
transmitted.
V. ANALYSIS AND DISCUSSION
A. Statistical Validation
Ideally, the results curves from Section IV need to answer the
following question: is the algorithm performance statistically
good enough? Unfortunately, this is not easily done, and it is
likely that the closest possible test at this point is showing that
the algorithm performance is statistically better than chance
performance. This would illustrate that the algorithm does have
some skill and acts as a basis point for further improvement.
To do this, the Mann–Whitney U -test is used. This is a non-
parametric test and is frequently used for testing the areas under
receiver operating characteristic (ROC) curves [31]. For each
curve in Section IV, y-axis points corresponding to sensitivity
values are used to form the set s, and x-axis points correspond-
ing to percentage of data transmitted values to form the set c.
The following null hypothesis is then considered [32]:
TABLE III
U VALUES FROM MANN–WHITNEY U -TEST APPLIED TO FIGS.5 AND 6
“There is no tendency for members of set s to exceed members
of set c.”
From the aforementioned hypothesis, ifS values tend to be the
same as C values, the algorithm performance would be along
the chance line (y = x). If they are statistically different, the
performance must be better than chance. Note that the Mann–
Whitney U -test assumes that samples in s and c are independent,
which seems reasonable provided that spikes are rare events:
with any level of transmission it is possible to get any sensitivity;
it is not necessary to have a large C value to get a large S value.
For calculation, the x and y values from the result curves
are extracted to form sets s and c with the known end points
at 0% and 100% excluded. Each set, thus, has 19 entries
(n1 = n2 = 19) corresponding to the thresholds used in the
algorithm. U values are then calculated following the procedure
detailed in [32] and compared to the significance levels in the
same reference. Calculated U values for the total sensitivity and
time/event weighted results are shown in Table III.
All the U values given in Table III are below the critical U
value, and so, the null hypothesis is rejected (p = 0.05 two-
tailed test, n1 = n2 = 19, Ucrit = 113, Umax = 65). It is, thus,
concluded that the performance of the algorithm is statistically
superior to that of a chance classifier.
B. Discussion
Overall, the performance level seen in Fig. 5, correctly record-
ing more than 90% of the expert marked events while only send-
ing 50% of the entire EEG record, is deemed to be a good starting
performance level. Considering the graph of Fig. 5 more closely,
the performance shown can be roughly broken down into two
sections.
First, starting in the bottom left of the graph, the sensitivity
increases very quickly for little extra data being sent. This must
correspond to the easy events being detected with relatively few
false detections. In the second section, the performance levels
off between 80% and 90% sensitivity, and significantly more
data are required to capture the remaining events.
A similar shape is seen for the time/event weighted results
in Fig. 6, although the overall performance level is relatively
poor for the larger recording windows, with data reductions of
the order of 30% being achieved. This result is in line with
the conclusions from [16], whereby the time/event weighting
provides robust normalization for the amount of data tested, but
can underestimate the actual number of events detected.
Even with this metric, though, suitably high sensitivities can
be obtained while providing data reduction. If the algorithm
operates in suitably low power, turning off the high-power
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transmission stage, if even for only a short time, can still give
significant overall power savings.
To determine whether such detection performance is accept-
able, Wilson et al. [33] note that when multiple human inter-
preters (the current gold standard) are asked to interpret and
mark the same EEG recording, they disagree with each other
anywhere between 0% and 90% of the time. Likewise, as sug-
gested in [14], it is unlikely that all spikes need to be detected by
an automated algorithm to enable accurate diagnosis. The aim
of diagnosis is to pool all of the available information to enable
a decision based on the balance of probabilities to be made. The
presence or absence of a small number of spikes should not be
a critical factor in this decision process.
Given these facts, a 90% sensitivity and 50% data reduction,
is likely sufficient for an initial implementation. Sending 50%
of the data still leaves a large amount of background material
to help with the diagnosis, and allows for relatively low trust in
the system; significantly, more than the minimum data required
are still presented to the interpreting neurologist allowing them
to be in control of the diagnosis procedure.
The overtransmission graph of Fig. 8 and common sense,
however, indicate that a 30%–50% data reduction still corre-
sponds to a large number of false detections, and there is po-
tentially significant room for improvement. Comparison of the
performance with offline spike detection algorithms is difficult
as most algorithms report a rate of false detections rather than
a data reduction, and the link between false detection rate and
data reduction is not necessarily simple.
For example, in the algorithm considered here, each spike is
actually detected multiple times at instances close to the spike
center. This is desirable as it helps ensure the total spike duration
is recorded. For comparison with other methods, however, are
all of these correct detections, or should only one be considered
correct with the rest being false? It is not possible to ensure that
the same criteria apply across all studies from the literature.
A rough comparison of algorithm performances is possible
along the following lines, however. From a 2002 review [17],
false detection rates for algorithms that achieve sensitivities over
90% range between 1.4 and 4 per minute. Assuming no overlap
between the false detection recording periods, the data reduc-
tion for a 5-s recording window varies between 67% and 88%,
and for a 10-s recording window between 33% and 77%. It
thus ranges from reasonably similar to the performance here,
to noticeably better. Similarly, reported EEG data compression
techniques (which aim to represent the EEG information in
fewer digital bits, rather than the discontinuous method investi-
gated here) report data reductions of approximately 40% using
lossless encoding (based on Huffman coding) [34], and up to
90% data reduction when lossy transform-based compression
(based upon thresholding wavelet coefficients) is used [35].
Results such as these, however, are entirely expected. It is
obvious to some extent, that if more signal processing power
is used it should be possible to achieve a better tradeoff be-
tween the sensitivity and the data reduction. The algorithm pro-
posed here has traded off this performance for an algorithm that
has an intrinsic, and direct, low-power implementation. For a
fair comparison of algorithms, the three-way tradeoff between
sensitivity, data reduction, and power consumption should be
considered. Given that figures are not available at this point,
the initial performance here does not seem unreasonable. Also,
the use of the online system presented here to facilitate device
miniaturization and longer term monitoring does not preclude
the use of an offline spike detection algorithm to further improve
the performance prior to clinical review, if so desired.
More questionable, with regards to the overall performance,
is whether the amount of variance in performance seen in Figs. 7
and 8 is acceptable. As noted earlier, due to the anticipated large
asymmetry between the required algorithm power consumption
and the wireless transmitter power consumption, only a very
modest data reduction is required to begin achieving significant
power savings. The limiting factor in the variance is thus deemed
to be the sensitivity achieved.
For a 5-s recording window (see Fig. 7), 6 of the 24 individual
results achieve less than 80% sensitivity. The algorithm perfor-
mance is thus unacceptably low for 25% of test cases. With
the lack of more detailed assessment criteria at this point, it is
deemed that this level of variance is acceptable for the first-pass
algorithm.
Nevertheless, there are certainly improvements and exten-
sions to the algorithm that are possible and should improve this
performance. For example, observations of the wavelet coeffi-
cients C5 and C20 in the cases where spikes are not correctly
recorded indicate that the origin of the performance variance
seen lies with suboptimal choices for the wavelet shape and
scale. Optimizing these, possibly on a patient-specific basis,
could lead to a decrease in the sensitivity variance.
However, before proceeding on algorithm improvement and
optimization, it is first essential to answer the following
questions.
1) What power level can the algorithm be implemented in,
and is this in line with expectations?
2) What is the diagnostic impact of the method? Can ac-
curate diagnoses still be made from the reduced datasets
created? If so, is it possible to more accurately fix required
performance levels for the performance to be deemed ac-
ceptable?
In the authors’ opinions, it is essential to answer these ques-
tions first before trying to optimize the algorithm performance
from its already satisfactory point, and an amount of iteration
will necessarily be required.
It is thus proposed to accept the current, promising level
of algorithm performance in order to allow some of the re-
search questions highlighted earlier to be addressed. Undoubt-
edly, there is still a significant amount of work required in order
to realize online data compression with power consumption of
the order of microwatts and that is fully verified through clin-
ical testing. The algorithm proposed and tested here, however,
can act as a sound starting point for this, moving us closer to
wearable, long-lasting AEEG devices.
VI. CONCLUSION
This paper has presented an online data reduction method-
ology for use in AEEG systems for epilepsy diagnosis. By
discarding uninteresting, background, EEG signals and only
transmitting potentially interesting signals for human analysis
significant power can be saved in the wireless transmitter.
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An algorithm for this, based around the CWT, has been pre-
sented with its performance evaluated through MATLAB sim-
ulations. This found that a 90% sensitivity, with a 50% data
reduction is achievable and this is deemed to be an acceptable
starting level. Before attempting to improve this level, it is es-
sential to verify that the algorithm can indeed be implemented
on-chip using the submicrowatt power levels that are required.
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